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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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IndiBH Standard ( Reaffirmed 2001 ) 

IDENTIFICATION SYSTEM FOR ITEMS OF DENTAL 
EOUIPMENT AT THE WORKING PLACE 

( ISO Title : Dental Equipment — Items of Dental Equipment 
at the Working Place — Identification System ) 



National Foreword 

This Indian Standard which is identical with ISO 4073-1980 'Dental equipment— Items of dental 
equipment at the working place — Identification system' issued by the International Organization for 
Standardization (ISO) was adopted by the Indian Standards Institution on the recommendation of 
Dental Equfpment Sectional Committee and approved by Consumer Products and Medical Instruments 
Division Council. 

Comma ( , ) has been used as a decimal marker, while the current pratice is to use a point ( . ) as 
the decimal marker in Indian Standards. 

In this Indian Standard, wherever the words 'International Standard' appear, these should be read 
as 'Indian Standarxl'. 

In this standard, reference to International Standard ISO 3246 'Dentistry — Working space of the 
dentist — Definitions and principles' has been made which should be read as a reference to 
IS : 10797 - 1984 'Definitions and principles relating to working space of the derrtJst'. These two 
standards are identical in their contents. 
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Introduction 

The various items and combinations of dental equipment used 
at the working place of the dentist present difficulties in their 
identification for the dentist, the dental dealer and the dental 
manufacturer. It is therefore, necessary to have a comprehen- 
sive plan vrew system which will facilitate the work of the den- 
tist, the dental dealer and the dental manufacturer in identify- 
ing, unambiguously, items and combinations, and prevent 
misunderstandings in ordering, selling, and manufacturing 
items and combinations thereof. 

The plan view system and the identification card detailed in this 
International Standard were developed to assist the dentist, the 
dental dealer, and the dental manufacturer. 



3 Reference plan 

The reference plan consists of a chart the centre of which refers 
to the mouth of the patient. The sectors are symbolized by 
numbers 1 to 12 as on a watch dial. 

Four concentric circles around the centre at a distance of 0,5 m 
each give the means to clearly locate the exact position of the 
different elements. The circles are identified by the letters A, B, 
C and D. 

The location oT the items of dental equipment as well as an in- 
dication of the working place of the dentist and his assistant 
may be given in the reference plan by a sketch. 



1 Scope and field of application 

This International Standard lays down a reference plan for the 
location of the items, it gives symbols for the items and a two- 
digit system for the identification of the combination of items 
which are used at the working place of the dental team where 
examination, treatment and other clinical procedures, with the 
patient directly involved, are carried out. 

The system provides the means to give general information 
about the presence of items and to describe relevant 
characteristics concerning dimensional flexibility and adap- 
tability of the items and parts of their accessories. 



2 Reference 

ISO 3246, Dentistry — Working space of the dentist — Defini- 
tions and principles. 




Figure 1 — Plan for location of items of dental equipment 
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4 Symbols for items of 
dental equipment 



4.1 Items used by the dentist 



5 Identification of the location of the items 

Identification of tlie location of the items, with reference to the patient's chair, is 
given by the index number. It consists of two digits, separated by an oblique stroke, 
with the first digit indicating the location of the dentist's instrumentation and the 
second the location of the dental assistant's instrumentation. In those instances 
where only dentist's instrumentation need to be indicated, the second digit should be 
zero. 



|;!, Dentist's instrumentation 



O Dentist's working stool 



5.1 Location of dentist's instrumentation 



4.2 Items used by the dental 
assistant 

t Dental assistant's 
instrumentation 

^ Dental .assistant's 
^ working stool 



Index 
number 



Location 



1/0 




2/0 



3/0 



4/0 



4.3 Patient's chair 



5.2 Location of dental assistant's instrumentation 



4.4 Other items and special 
devices 



O 



Cuspidor 



Index 
number 


0/1 


0/2 


0/3 


0/4 


Location 


0* 


i 

u 


^ 


U 



H 



Tray devices 



^^ly" or /I>t Operating light 



5.3 Examples of combinations 



The index numbers riefined in 5.1 and 5.2 may be combined so as to identify the loca- 
tion of the dentist's and the dental assistant's instrumentation adequately. 



D 

A 



Cabinet devices 



Radiographic 
devices 



Special devices 



Index 
number 



Location 



1/1 




2/2 



1/2 




3/1 




4/4 
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6 General information 

In table 1 general information may be given concerning the 
presence of the different items at the working place of the den- 
tist and their relation to other items, for example whether they 
are free-standing or installed separately or part of ^ whole unit. 

The information is given by marking the respective column in 
table 1 with a cross. 



7 Adaptability of meclianical 
instrumentation and patient's chair 

The horizontal and /or vertical adaptability of the mechanical in- 
strumentation (drives, hand pieces, etc.), the tray devices and 
bearing arms and the patient's chair shall be indicated in this 
section of the identification system. 

An indication whether items are adaptable in a horizontal or 
vertical direction may be given by crossing the respective col- 
umn in table 2. 



Table 1 



Dentist's instrumentation 
Dentist's working stool 




— 


— 


-- 


-- 


Dental assistant's instrumentation 
Dental assistant's working stool 


-- 


-■ 


— 


-- 


-- 


Patient's chair 












Cuspidor 












Tray devices 
Operating light 


— 


— 


— 


— 


-- 


Cabinet devices 












Radiographic devices 












Special devices 






— 


— 


-- 





— 




— 


— 


'- 








— 


— 


— 









Free--standing or installed separately - 
Built-in items 



1 2 

-I 1 1 2 3 

I I I 



Table 2 



Items 




Adaptability 






Figure 


Horizontal 


Vertical 

1 


max. 


Vertical 

mm 






min. 


Dentist's instrumentation 










2 


Dental assistant's instrumentation 













2 


Patient's chair 








-3 


Tray devices 










- 
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Figure 2 — Height of instrumentation 
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Figure 3 — (Height of patient's chair 
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Annex 
Identification card 



For the implementation of this International Standard an Identification card is recommended, available in format Ab^K which includes 
all essential information laid down in this International Standard. Once filled in with the relevant information concerning the equip- 
ment of the dentist's working place it may be kept on record in the dentist's office. The manufacturer and dealer may wish to supply 
this card with each unit of dental equipment in order to give their clients the information covered by this International Standard. 

Identification card (front page) 



Position of dentist's and dental assistant's instrumentation 




1/0 2/0 3/0 4/0 5/0 0/1 0/2 0/3 0/4 0/5 








Dentist's instrumentation 



* 







Dental assistant's instrumentation 



Manufacturer 
Country of origin 
Model designation 
Symbol 



Dentist's instrumentation 



Dentist's working stool 



Dental assistant's instrumentation 



Dental assistant's working stool 



Patient's chair 



Cuspidor 



Tray devices 



Operating light 



Cabinet devices 



Radiographic devices 



Special devices 



Free-standing or installed separately - 
Built-in items 



Position of items 



1 ) A suitable identification card is obtainable commercially. Details may be obtained from the Secretariat of ISO/TC 106 (BSD or from the ISO Cen- 
tral Secretariat. 
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Identification card (back page) 












Items 


Horizontal 


Adapts 
Vertical 

t 


ability 

Vertical 

mm 


Figure 




max. 


nnin. 


Dentist's instrumentation 


■ 


----'- 


----- ' 


■ 


2 
2 
3 


Dental assistant's instrunnentation 


Patient's chair 


- — ■ ^ 





Tray devices 
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Figure 2 ~ Height of instrumentation 



Figure 3 — Height of patient's chair 



Combination planned by the manufacturer □ 

the dental dealer D 

the dentist □ 
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